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ABSTRACT 


Outgassing tests as a function of temperature were conducted using an epoxy- 
impregnated magnet coil. Glass tape impregnated with epoxy resin provided the elec- 
trical insulation between the conductors. Outgassing data were taken by measuring the 

rate of pressure rise due to the magnet coil heating in a closed vacuum system. The 
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outgassing rate increased exponentially from 3.05x10 torr-liter per square centimeter- 
second at an epoxy temperature of 24° C to 9.0xl0" 7 torr-liter per square centimeter- 
second at 53° C. The coil assembly had a higher outgassing rate at temperatures above 
30° C than small disk-shaped samples of the same epoxy. 
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OUTGASSING CHARACTERISTICS OF AN EPOXY-IMPREGNATED MAGNET COIL 

by Ronald J. Schertler 
Lewis Research Center 

SUMMARY 

Outgassing tests as a function of temperature were conducted using a 41. 2 -centimeter 

outside diameter by 2.86-centimeter wide epoxy-impregnated magnet coil. Insulation 

was provided by an epoxy glass tape (National 8A840) and an impregnating epoxy resin 

(National 2A566). Outgassing data were taken by measuring the rate of pressure rise in 

a sealed evacuated chamber containing the magnet coil assembly. The starting pressure 
- R 

was 1.0x10 torr. Measurements showed that the outgassing rate increased exponenti- 
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ally from 3. 05x10 torr-liter per square centimeter -second at an epoxy temperature of 
24° C to 9.0xl0 -7 torr-liter per square centimeter -second at 53° C. The coil assembly 
had a higher outgassing rate at temperatures above 30° C than small disk- shaped samples 
of the same epoxy. 


INTRODUCTION 

The thermal outgassing measurements described herein were taken as part of a 
magnet coil design program for an electron injection research experiment. The research 
experiment is intended to study the behavior of low-energy electrons in various trapping 
magnetic fields. A principal requirement of the experiment is that the background pres- 
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sure must be less than 1 . 0x10 torr in order to minimize electron scattering effects 
caused by the residual background gases. 

Magnet coil design and fabrication considerations indicated a water-cooled coil, 
wound from hollow rectangular copper tubing and insulated with epoxy -impregnated glass 
tape, was required. Because 14 of these coils would be used in the experiment and might 
be operated at elevated temperatures, it was anticipated that the combined coil outgassing 
rate could compromise the facility base pressure that otherwise might be obtained. The 
elevated temperature would occur because of resistance heating of the coils. Therefore, 
the outgassing characteristics of the coils had to be determined. 

A limited amount of data on various epoxies is available in the literature (refs. 1 



to 5)< However, because the data were usually obtained from very small simple samples 
under carefully controlled conditions, it was not certain that they would be adequate for 
predicting the performance of the complex, multicomponent configuration. This experi- 
ment was consequently performed to obtain the necessary data. 


EXPERIMENTAL APPARATUS AND PROCEDURE 


The magnet coil, consisting of 14 turns of copper tubing in a pancake arrangement, 
is shown in figure 1. The conductor consists of 0.93-centimeter by 1.25-centimeter rec- 


r Epoxy impregnated 



tangular, oxygen-free copper tubing with an internal channel 0. 445 centimeter in diam- 
eter. The tubing was wrapped twice with 0. 0203 centimeter thick National 8A840, "B M 
staged epoxy glass tape before the coil was formed to provide inter-turn insulation. The 
term "B" staged refers to a partially cured state of the epoxy in which the epoxy is still 
flexible and workable. Insulation of the total assembly from ground was provided by wrap- 
ping the exterior of the formed coil with a double layer of the same tape. The entire coil 
was vacuum/pressure impregnated with National 2A566 epoxy resin (ref. 6). In this pro- 
cess, vacuum pumping was used to evacuate all trapped air from voids in the epoxy insu- 
lation. These voids were then subsequently filled with epoxy resins by a pressurized ap- 
plication. Vacuum/pressure impregnation provided a solid, homogeneous system. After 
the coil had been impregnated, it was clamped and cured in a metal jig. 

In general, "B" staged epoxy glass tapes are suitable for electrical insulation up to 
130° C and when used with epoxy impregnants are suitable up to 155° C bulk temperature 
(ref. 6). 
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The magnet coil was mounted in a bell jar vacuum facility evacuated by a liquid- 
nitrogen-cold-trapped 15.2-centimeter diameter oil diffusion pump, backed by appro- 
priate mechanical pumps. Figure 2 is a photograph of the magnet coil mounted in the 

bell jar. The total internal volume of this facility was 120 liters. The ultimate vacuum 
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attainable with the coil mounted in the test chamber was 7.0x10 torr. The pressure was 
monitored with a Bayard -Alpert type ionization gage shielded from the magnetic field. 



Figure 2. - Magnetic coil in bell jar for outgassing tests. 


Resistor position 
(when used) for 
background pres- 
sure testing 

Electrical 
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Six thermocouples located at various positions on the epoxy insulation were used to meas- 
ure the epoxy temperature. Two additional thermocouples were located on the copper 
coil leads. All the epoxy insulation thermocouple readings were within 3° C of one 
another for each thermal run. 

Outgassing rates were determined by measuring the rate of pressure rise dP/dt in 
the closed or blanked-off, evacuated bell jar containing the sample coil. Assuming that 
the perfect gas law applies, the outgassing rate is 
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Q(t, T, P) = — (t, T, P)— (torr-liters/cm^-sec) 
dt A 

where t is the time the system has been under vacuum, T is the temperature of the 
epoxy insulation, P is the pressure at which dP/dt was measured, V is the bell jar 
volume, and A is the surface area of the coil insulation. The bell jar volume was not 
corrected for the volume occupied by the magnet coil and coilholder which amounted to 
approximately 4 percent of bell jar volume. 

The first step in using the method was to determine the background outgassing rates 
of the complete vacuum system without the magnet coil. This system included the bell 
jar, coilholder, thermocouple wires and insulation, and electrical leads for the coil'. 

This auxiliary material was placed inside the bell jar and the chamber was pumped down 
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to a pressure of approximately 1x10 torr. At this point the test section was blanked off 
from the pumping system and the pressure as a function of time was recorded. When the 
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pressure in the chamber reached 1 . 0x10 torr, the chamber was opened to the diffusion 
pump until the next measurement. 

The tests were repeated for various electrical lead temperatures. The copper elec- 
trical leads (without the magnet coil in place) were connected through a resistor (fig. 2) 
and heated by a few hundred amperes of current. Iron-constantan thermocouples with 
teflon insulation were used to measure the temperature of the electrical leads near the 
resistor. These background measurements were taken after approximately 24 hours of 
vacuum exposure. For lead temperatures above 38° C the glass bell jar was heated 
slightly with a heat blower in an attempt to simulate the heat effects of the coil radiating 
to the bell jar and freeing trapped or absorbed gas. No significant differences were 
noted in the pressure rise against time curve between runs with and without bell jar 
heating. 

After the background measurements were completed, the magnet coil was mounted 

into the bell jar and instrumented with the same type of iron-constantan thermocouples 

used in the background measurements. The coil was exposed to vacuum for approximately 

6 hours before outgassing measurements were attempted. 

To determine the outgassing rate of the epoxy insulated coil, pressure as a function 

of time was recorded in a similar manner as before with the coil in place in the bell jar. 

Data were plotted and all curves were corrected for background outgassing. Since the 
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volume (120 liters) of the bell jar and the approximate surface area (2. 6x10 cm ) of the 

coil insulation were known, the outgassing rate then could be computed from a slope 

drawn to a corrected curve of pressure against time. To avoid the effects of adsorption 

pumping from the bell jar surfaces, the outgassing rates were computed at pressures be- 
—4 -4 

tween 1. 0x10 and 4. 0x10 torr. The process was repeated and the outgassing rates 
were computed for a series of coil insulation temperatures. 
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RESULTS AND DISCUSSION 


The blanked-off, or closed-chamber technique for measuring outgassing rates has 
advantages and disadvantages when compared to other techniques such as a method in 
which the sample is placed in a chamber connected to a high vacuum pump through an 
orifice (ref. 2). 

The main advantage of the closed chamber method is that it involves simple deter- 
minations of the rate of pressure rise and of volume and area. Other advantages include 
the measurement of outgassing rates over both a wide range of pressure in reasonable 
lengths of time and at any preselected value of system pressure regardless of length of 
time the sample has been under vacuum (ref. 2). 

The prime disadvantage of the closed chamber technique is that adsorption of the out- 
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gassed products on the walls of the vacuum chamber can be a source of error below 10 
torr. However, this type of error is easily avoided by making dP/dt determination at a 
higher pressure level. Generally, this adsorption effect is greatest for low starting 
pressures in the test chamber and decreases in relative importance as the closed chamber 
pressure rises. Ion gage pumping can be a source of error with all methods. However, 
for these tests, ion gage pumping is negligible. 



Figure 3. - Background pressure as function of time for range of coil 
electrical lead temperatures. 


Background pressure as a function of time is shown in figure 3 for coil lead temper- 
atures between 22° and 66° C. These curves were used to correct the subsequent data 
taken with the coil at different temperatures. Figure 4 is a graph of the initial outgassing 
rate of the magnet coil as a function of time both before and after a heat treatment. This 
initial test was performed on the coil as received from the manufacturer. Outgassing 
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Figure 4. - Room -temperature (24° C) outgassing rate of 
magnet coil as function of time before and after heat 
treatment. 


measurements were made at an epoxy insulation temperature of 24° C (room tempera- 
ture). The outgassing rate after 6 hours of pumping was 1. 5x10 torr-liter per square 

centimeter-second. After 138 hours of continuous vacuum, at a bell jar pressure in the 

-6 -8 
low 10 torr range, the outgassing rate decreased to 4. 14x10 torr-liter per square 

centimeter- second. The initially high outgassing rate was attributed to dissolved gases 
which were present in the liquid form of the original components prior to epoxy cure by 
the coil manufacturer. In an attempt to remove any volatile material still remaining in 
the coil insulation the coil was heated in vacuum for approximately 10 hours at tempera- 
tures above 100° C. After this vacuum heat treatment and before the coil was exposed to 
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the atmosphere, the outgassing rate of the coil assembly was 3.05x10 torr-liter per 
square centimeter -second (fig. 4). However, even after the coil assembly subsequently 
was exposed to atmosphere, the outgassing rate remained at this low value. 

Figure 5 shows the pressure of the bell jar containing the magnet coil as a function 
of time for epoxy temperatures between 24° and 53° C. The coil was heated by passing 
increasing amounts of current through it. For temperatures much above 53° C, the pres- 
sure rise was faster than could accurately be recorded with the system. No attempt was 
made to obtain data below room temperature (24° C). 

Before each run the bell jar was evacuated and the temperature of the epoxy insula- 
tion was stabilized for approximately 10 minutes. However, as the temperature of the 
epoxy insulation was increased above room temperature, it was no longer possible to 
evacuate the bell jar to 1. 0x10 torr in a short time. For these temperatures, the start- 
ing pressure was between 4. 0x10 and 8. 0xl0” D torr. 

Figure 6 shows the outgassing rate of the epoxy insulation as a function of epoxy tem- 
perature for the magnet coil. Also shown on the graph are the thermal outgassing rates 
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Figure 5. - Pressure as function of time for range of epoxy insulation 
temperatures. 



Figure 6. - Outgassing rate as function of tem- 
perature for national 2A566 epoxy. 


of two small disk shaped epoxy samples, 0. 635 centimeter thick by 8. 9 centimeters diam- 
eter, of the same National epoxy resin as used in the magnet coil. These samples were 
fabricated and tested under controlled conditions, and the data were provided by Mr. B. 
Zimmerman of the National Electric Coil-Division of McGraw Edison, Columbus, Ohio. 
The slope of the thermal outgassing rate of the magnet coil is steeper than that of the 
sample disks. Also, the outgassing rate of the coil assembly is greater than that of the 
sample disks for temperatures greater than 30° C. The exact reason for these differences 
is not known. It is possible that different heating methods and epoxy surface conditions 
may be contributing factors. 
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Outgassing rates for metals have been shown to be largely dependent on the surface 
conditions of the material (ref. 4). Outgassing rates are higher for metals with compar- 
atively rough surfaces. Similar differences may also contribute to the observed difference 
in the outgassing rate between the magnet coil assembly and the sample disks. The disk- 
shaped samples had very smooth surfaces. The magnet coil, on the other hand, had a 
comparatively rough surface, thus the true coil surface area may have been much greater 
than the macroscopic value used. Difference in sample heating methods may also con- 
tribute to the observed differences in the outgassing rates since the outgassing of the 
epoxies is a bulk property. The magnet coil was heated internally by passing current 
through the coil. Surface temperature measurements gave a good indication of the bulk 
epoxy temperature. The disk samples, on the other hand, were heated externally and 
surface temperature measurements may not have given a proper indication of the bulk 
epoxy temperature. Therefore, in view of these differences and the lack of any other 
comparative data, the outgassing rates determined for the magnet coil were felt to be 
sufficiently accurate to estimate the pumping and cooling system requirements needed for 
the electron injection experiment design, and no further attempt was made to make a de- 
tailed analysis of errors and/or differences in results. The total number of coils (14) 
needed for the experiment were fabricated and installed in a large vacuum facility and 
have operated successfully. As far as is known, the data of figure 6 is the first of its 
kind to be reported and should have application in a wide variety of technologies. 


SUMMARY OF RESULTS 

Values of thermal outgassing rates for a magnet coil insulated with an epoxy- 
impregnated glass tape were necessary for the magnet coil design of an electron injection 
research experiment. Outgassing data were taken from a sample magnet coil by meas- 
uring the rate of pressure rise in an evacuated bell jar containing the coil. Outgassing 
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rates were determined to vary from 3x10 to 9x10 torr-liter per square centimeter - 
- second for epoxy temperatures between 24° and 53° C, respectively. These thermal out- 
gassing rates were compared with those obtained from small disk shaped epoxy samples. 
For epoxy temperature of 30° C, the magnet coil outgassing rate was about the same as 
the disk sample outgassing rate. At 53° C the coil exhibited about one order of magnitude 
higher outgassing rate than that obtained from the small samples. This difference was 
attributed to surface roughness effects and different heating methods. The data are be- 
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lieved to be the first of its kind reported and should be useful for engineering design esti- 
mates in which National 2A566 epoxy is used. 

Lewis Research Center, 

National Aeronautics and Space Administration, 

Cleveland, Ohio, April 8, 1969, 

120-26-02-10-22. 


REFERENCES 

1. Dayton, B'. B. : Relations Between Size of Vacuum Chamber, Outgassing Rate, and 

Required Pumping Speed. Transactions of the Sixth National Symposium on Vacuum 
Technology. C. R. Meissner, ed., Pergamon Press, 1959, pp. 101-119. 

2. Markley, F.; Roman, R. ; and Vosecak, R. : Outgassing Data for Several Epoxy 

Resins and Rubbers for Zero Gradient Synchrotron. Transactions of the Eighth 
National Vacuum Symposium and the Second International Congress on Vacuum 
Science and Technology. Vol. 1. L. E. Preuss, ed. , Pergamon Press, 1961, 
pp. 78-84. 

3. Brown, R. D. : Outgassing of Epoxy Resins in Vacuum. Vacuum, vol. 17, no. 9, 

1967, pp. 505-509. 

4. Santeler, Donald J. ; Holkeboer, David H. ; Jones, Donald W.; and Pagano, Frank: 

Vacuum Technology and Space Simulation. NASA SP-105, 1966, pp. 197-222. 

5. Boebel, C. P. ; Machie, N. A.; Quaintance, C. C.: Outgassing of Space Materials. 

Transactions of the Ninth National Vacuum Symposium. G. H. Bancroft, ed. , The 
Macmillan Co. , 1962, pp. 307-310. 

6. Zimmerman, B. : Magnet Coil Fabrication. Proceedings of the International Sym- 

posium on Magnet Technology. H. Brechna and H. S. Gordon, eds., Stanford Univ. , , 
1965, pp. 305-312. 


NASA-Langley, 1969 


is E-5010 


9 



mam 


National Aeronautics and Space Administration 
Washington, D. C. 20546 

'OFFICIAL business 



FIRST CUSS MAIL 



POSTAGE and fees paid 
NATIONAL AERONAUTICS AND 
SPACE ADMINISTRATION 




POSTMASTER: 


If Umleliverable ( Section 1SS 
Postal Manual) Do Not Return 


“ 


'The aeronautical and space activities of the United States shall be 
conducted so as to contribute ... to the expansion of human knowl- 
edge of phenomena in the atmosphere and space. The Administration 
shall provide for the widest practicable and appropriate dissemination 
of information concerning its activities and the results thereof." 

— National Aeronautics and Space Act of 1958 


NASA SCIENTIFIC AND TECHNICAL PUBLICATIONS 


* r - 





TECHNICAL REPORTS: Scientific and 
technical information considered important, 
complete, and a lasting contribution to existing 
knowledge. 

TECHNICAL NOTES: Information less broad 
in scope but nevertheless of importance as a 
contribution to existing knowledge. 

TECHNICAL MEMORANDUMS: 

Information receiving limited distribution 
because of preliminary data, security classifica- 
tion, or other reasons. 

CONTRACTOR REPORTS: Scientific and 
technical information generated under a NASA 
contract or grant and considered an important 
contribution to existing knowledge. 

Details on the availability ot these 


TECHNICAL TRANSLATIONS: Information 
published in a foreign language considered 
to merit NASA distribution in English. 

SPECIAL PUBLICATIONS: Information 
derived from or of value to NASA activities. 
Publications include conference proceedings, 
monographs, data compilations, handbooks, 
sourcebooks, and special bibliographies. 

TECHNOLOGY UTILIZATION 
PUBLICATIONS: Information on technology 
used by NASA that may be of particular 
interest in commercial and other non-aerospace 
applications. Publications include Tech Briefs, 
Technology Utilization Reports and Notes, 
and Technology Surveys. 

publications may be obtained from: 


5 K 


SCIENTIFIC AND TECHNICAL INFORMATION DIVISION 

NATIONAL AERONAUTICS AND SPACE ADMINISTRATION 



Washington, D.C. 20546 


MSI 



